Tia Tornado Gold File
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Material : Nickel-Titanium (Heat-treated)
Standard : Gold
Sterilization : < 134°C
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Protocol For Use

1- Prepare straight-line access to the canal orifice.

2- Use K-files (#10, #15) to detect the root canal.

3- Use (TSX) file to enlarge the upper part of the canal.

4- Use K-file (#15) or Tia Tornado Gold Pathglider.

5- Use (TS1) file to full working length (brushing motion).

6- Use (TS2) file to full working length (brushing motion).

7- Use (TF1, TF2 & TF3) files for finishing (follow and brush motion).

*During protocol of use, irrigate, recapitulate after each file.



